[Temperature measurements and course in a kidney preservation unit].
It is reported on two models of organ containers in which the course of the temperature was measured and registered on different conditions. The principle of construction used allowed the resignation of a special isolation. The results show that behaviour and course of the temperature in the organ containers meet all requirements.